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SAVE THESE INSTRUCTIONS

The following words in this manual have special signi�cance.

Warning: Means there is a possibility of injury.

Note: Indicates point of particular interest for more e�cient and convenient 
operation.

Indications: The Thornton Adjustable Positioner 3 Elite (TAP® 3 Elite) is 
intended to reduce or alleviate nighttime snoring and sleep related breathing 
disorders including obstructive sleep apnea (OSA). The appliance is for adult 
patients to be used when sleeping at home or in a sleep laboratory and is for 
single patient use.

Contraindications: This device is contraindicated for patients with loose teeth, 
loose dental work, dentures, or other oral conditions which would be adversely 
a�ected by wearing a dental appliance. In addition, the appliance is 
contraindicated for patients who have central sleep apnea, have severe 
respiratory disorders or who are under 18 years of age.

The TAP 3 Elite is a cus tom made or al de vic e int ended t o r educ e or alle via te 
nighttime snoring and obs tructiv e sleep apnea ( OSA). T he applianc e is f or 
adult pa tients t o be used when sleeping a t home or in sleep labor atories and is 
for single pa tient use . 

The TAP 3 Elit e de vic e consis ts of an Upper T ray tha t �ts o ver the upper t eeth 
and L ower T ray tha t �ts o ver the lower t eeth.  A hook mechanism a ttached t o 
the Upper T ray �ts betw een tw o bars a ttached t o the L ower Tray and 
positions the lo wer ja w f orw ard, prev enting the soft tis sue of the thr oat fr om 
collapsing and obs tructing the airw ay.  The A djus tment K ey of the T AP 3 Elit e 
permits the patient to adjust the protrusion of his/her lower jaw to the most 
e�ective and comfortable position.

The TAP 3 Elite is supplied with the double bar design t o pr event the hook 
from disengaging.  An y adv erse e vents tha t might oc cur due t o the r emo val of 
one of the bars ar e the r esponsibility of the person perf orming the alt eration.   

Linings: T he de vic e is f abrica ted on the dental cas ts of individual pa tients. 
The out er la yer of the T AP 3 Elit e tr ays is a dur able polymer (PET -G) and the 
inner la yer is a thermoplas tic ma terial (A ccuTherm®) which soft ens when 
heated and molded t o the pa tient’ s teeth a t the time of deliv ery.  The lining is 
unique because it can be r ehea ted and r e-molded t o the pa tient if the 
patient has had an y dental w ork, lik e a cr own. 

No te: A ccuTherm is a hea t sensitiv e lining and ma y def orm if subject ed t o 
temper atur es gr eater than 160° F . If it is hea ted above 160° F the impr essions 
of y our t eeth in the tr ay will def orm and y our T AP 3 Elit e will no longer �t. 

Each TAP 3 Elite package contains:

1. An Upper and Lower Tray

2. Instruction for Use

3. Storage Case

4. AM Aligner

5. Adjustment Key

6. Class I and II Hooks

Note: T he f ollo wing ins tructions only pertain t o the A ccuTherm - lined T AP 3 
Elite trays.

As the pa tient adapts t o the T AP 3 Elit e, he/ she should be able t o sleep with it 
thr ough the night. T his typically tak es a w eek. 

Bef ore you �t the pa tient with the T AP 3 Elit e, inspect it t o mak e sur e the 
piec es are not damaged and ar e fr ee fr om an y ph ysical or c osmetic def ects. If 
ther e is the slight est indica tion tha t the de vic e ma y be damaged or def ectiv e, 
do not �t it.  

1. Clean the T AP 3 Elit e  b y gently scrubbing and rinsing it thor oughly . 

2. Place the L ower Tray of the T AP 3 Elit e  in the pa tient’ s mouth.  If it does 
not �t immedia tely, easily or c omf ortably plac e the lower tr ay in a w ater 
ba th tha t is hea ted t o 160°F until the A ccuTherm lining soft ens (turns 
mos tly clear).

Warning: Do not lea ve the tr ays in the w ater ba th t oo long.  T he har d plas tic 
shell ma y w arp!  T he tr ays should be r emoved fr om the w ater ba th and �tt ed 
as soon as the lining ma terial turns mos tly clear . 

Not e: Repea t the same pr oc ess (steps 2-6) f or the Upper T ray. 

Ask the pa tient if: 
 a. the tr ays ar e tight, but not unc omf ortable
 b . equal �t in all ar eas
 c. comf ortable t o the t ongue
 d. he/ she is able t o r emove the tr ays. 

If the pa tient ans wers “no” t o an y of the above ques tions, r ehea t, r e�t, 
cool and sea t the T AP 3 Elit e  applianc e in the mouth until it is 
comf ortable f or the pa tient. W ith both tr ays in his/her mouth and hook ed 
together , adjus t the pa tient’ s jaw t o a normal bit e position (lips t ogether , 
teeth apart and lo wer ja w not pulled f orw ard) b y dialing the A djus tment 
Key. 

Note: T his does not ha ve t o be e xact, it is jus t a position tha t is eas y t o 

3. Position the L ower Tray over the t eeth.  Using y our thumbs, push the 
applianc e over the t eeth s tarting fr om the back and w orking y our w ay 
forw ard.  Pr ess do wn with e ven pr essure, especially in the pos terior: do 
not r ock applianc e over the t eeth.  

4. Remo ve the L ower T ray fr om the mouth b y the har d out er shell.

5. Onc e the A ccutherm has har dened or turned mos tly whit e, plac e 
int o/ under c ool w ater t o speed the c ooling pr oc ess.

6. Place the lower tr ay back in the pa tient’ s mouth t o check the �t.

7. Onc e both tr ays are pr operly �tt ed, ha ve the pa tient plac e both tr ays in 
his/her mouth (the y should “ snap” over the t eeth, but not 
unc omf ortably).  Ins truct the pa tient t o hook the tr ays t ogether outside 
of the mouth bef ore putting the applianc e in the mouth. 

8. W ith the pa tient in this position, look a t the lower unit in r elation t o the 
upper unit in the ant erior ar ea.  It is e xtr emely important tha t ther e is a 
minimum of 1mm spac e bila terally in the pos terior ar eas at all times, in all 
positions. 

9. If the pr actitioner desir es pos terior support, he/ she can add it onc e the 
patient r eaches the �nal tr eatment position. 

Warning: If an y damage oc curs, t ell the pa tient not t o use the applianc e and 
return t o y ou f or r epair .   

If the tr ay is:

• Too loose: r ehea t, r eseat and pr ess the tr ays �rmly ont o the dentition. 
Then plac e int o/ under c ool w ater t o speed the c ooling pr oc ess. 

• Too tight: r ehea t and r eseat then lift the applianc e up and do wn a f ew 
times t o loosen the �t.  Plac e int o/ under c ool w ater t o speed the c ooling 
pr oc ess. 

It is e xtr emely important tha t ther e is a spac e bila terally betw een the tr ays 
prior t o adding acrylic pos terior s tops.  T he objectiv e is t o cr eate bila teral, 
even pos terior s tops a t the pa tient’ s tr eatment position.  Sinc e the r elationship 
of the maxilla t o the mandible changes with the changes in pr otrusion, this 
pr oc edur e mus t be r epea ted if the tr eatment position changes. 

1. Roughen the har d plas tic in the oc clusal ar ea of the 1s t and 2nd molar on 
the L ower Tray.  Add aut o cur e acrylic t o r ough ar ea. 

2. Lubrica te the Upper T ray with V aseline and plac e in the pa tient’ s mouth.  
The Vaseline will k eep the tr ays fr om s ticking t ogether when adding the 
Posterior S tops. 

3. Place the lo wer tr ay in the pa tient’ s mouth while the acrylic is in the 
dough y stage . 

4. Help the pa tient t o c ouple the upper T AP 3 Elit e tr ay with the lower 
while the lo wer is in the pa tient’ s mouth.  Ha ve the pa tient gently snap 
the upper tr ay over his/her t eeth b y pushing it up with his/her thumbs.  
Be sur e the pa tient doesn’t bit e do wn on the s tops.  T he Hook should be 
set in the pa tient’ s tr eatment position.  See Hook Settings and 
Adjus tments section. 

5. W ith the tr ays c oupled in the mouth, ha ve the pa tient bit e do wn. 

6. Onc e the P osterior S tops ar e set, �rs t smooth the ar ea with y our �nger . 
This will ensur e ther e isn’t an y r ough spots tha t ma y irrita te the pa tient.  

To decr ease the la teral mo vement of the hook on the bar of the lower 
applianc e, apply orthodontic acrylic under the bar .   Remo ve acrylic in the 
midline t o allo w spac e for the hook and the desir ed la teral mobility .  Place the 
applianc e in the pr essure pot or w arm w ater ba th t o cur e the acrylic.

Note:  T he setting adjus tments ar e writt en fr om the perspectiv e of the 
pr actitioner looking at the pa tient. 

The initial tr eatment position of the Hook should be set b y the pr escriber 
accor ding t o the f ollo wing ins tructions.  T he Hook moves f orw ard and back 
using the A djus tment K ey t o dial the A djus tment Scr ew clock wise or c ount er 
clock wise .  Each 180 degr ee turn is .25 mm adjus tment. 

1. Instruct the pa tient t o c ouple the tr ays t ogether b y inserting the hook 
betw een the tw o bars.  T he hook should ne ver be engaged b y hooking 
it ont o the sec ond (pos terior) bar .  Have the pa tient plac e the de vic e in 
his/her mouth. 

2. Dial the A djus tment K ey clock wise t o the pa tient’ s maximum 
mechanical pr otrusion (MMP).  T he pa tient will f eel a slight s tr et ch in 
his/her t empor almandibular joints a t this point.  If the pa tient doesn’t 
reach their maximum pas sive pr otrusion when engaged, c ontinue t o 
dial the A djus tment K ey until he/ she r eaches this point.

3. Remove the tr ays b y pulling on the pos terior of the tr ays. 

4. Place the de vic e back in the pa tient’ s mouth. 

5. Dial the Hook c ount er clock wise until the pa tient’ s teeth ar e end t o 
end. T his ma y be the pa tient’ s starting position. 

6. Again, mark the Base Pla te even with the ant erior side of the Hook. 
This indica tes the pa tient’ s staring position. 

Note: On the pr otrusion gauge on the Base Pla te, each mark and each spac e 
betw een the marks ar e 1mm wide .  The pr otrusion gauge is 7mm long fr om the 
front of the pla te t o the mos t pos terior mark.  See Image 5.  Ha ve the pa tient 
wear the applianc e in this end-t o-end position f or 3-4 nights bef ore starting the 
adjus tments.

7. From the s tarting position, ins truct the pa tient t o turn the A djus tment 
Key a half turn (180 degr ees) c ount er-clock wise (t owards their left ear) 
per night until all the s ympt oms ar e allevia ted.  The pa tient should lea ve 
the Hook in the adjus ted position and not dialed back t o r emo ve the 
applianc e.  The applianc e should be detached fr om the t eeth bef ore 
unhooking.

8. If an y position bec omes unc omf ortable , the pa tient should dial the Hook 
back  until pain subsides.  Ins truct the pa tient not t o start dialing f orw ard 
again until the ja w is c omf ortable .  If the pa tient’ s pain does not subside , 
you ma y w ant t o schedule a c onsulta tion f or evalua tion. 

Note: If the pa tient’ s mandible needs t o be moved further f orw ard, ther e are 
di�erent sizes of hooks to further range of adjustment. See section on 
multiple hook sizes.

Note: Have the patient return to your o�ce for examination and assessment 
to ensure the TAP 3 Elite is not damaged and is still e�ectively treating the 
patient’s sleep disordered breathing. If the patient loses count of how far 
forward the Hook is dialed, ha ve him/her dial the A djus tment K ey clock wise 
(t owards the right ear) until the t eeth ar e end t o end ( or in the s tarting 
position). T hen ha ve the pa tient dial the Hook as man y turns c ount er 
clock wise ( or f orw ard) as the previous night’ s Hook position.

Instruct y our pa tient in the daily use of the T AP 3 Elit e applianc e.  Also giv e 
your pa tient a c op y of the P atient Ins truction Booklet.

1. The pa tient should brush his/her t eeth and �os s well bef ore inserting the 
TAP 3 Elit e. 

2. Instruct the pa tient t o inspect the de vic e prior t o each use .  If ther e is 
any ma terial separ ation, ma terial degr ada tion or damaged parts, the 
patient should disc ontinue use and c ontact y ou, the pr escriber . 

3. Tell the pa tient t o engage the Hook of the Upper T ray with the bars on 
the L ower T ray bef ore placing the tr ays in his/her mouth.  T he pa tient 
should mak e sur e the Hook is not dialed t oo f ar f orw ard tha t he/ she can 
not c omf ortably snap the tr ays over his/her t eeth while engaged.  

4. The pa tient should gently r elax onc e the T AP 3 Elit e is in his/her mouth.  

5. Aft er use , the pa tient can r emove either the Upper or L ower tr ay b y 
gently opening the mouth while the Hook is engaged.  A t the same time , 
the pa tient can lift up on the L ower T ray or pull do wn on the Upper T ray 
to loosen either tr ay and r emove . 

Warning: TAP 3 Elit e tr ays should ne ver be w orn separ ately. The pa tient 
should always wear both tr ays when using the applianc e. 
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